The use of limbal rings sutured to the sclera is a well-established practice in the localization of intraocular foreign bodies, and the development of the low-vacuum contact lens, as manufactured by the Medical Workshop in Groningen, Holland, obviates the necessity to attach it to the globe by additional surgery before radiography. The device contains a limbal ring in its substance and a rod in the handle which enables the radiographer to ensure a true postero-anterior and lateral film.
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However, the instructions supplied with the device do not enlarge sufficiently, in my view, on precisely how the data derived from these pictures is plotted in order to provide the information on which the surgery is based.
Being repeatedly aware of the confusion which resulted in this respect with the arrival of new resident staff, a model was constructed for lodgement in the theatre which it is hoped will make all clear for evermore.
Construction
A square block of wood was cut and the two printed schemas which are supplied with the device were attached to two adjacent surfaces (Figs I and 2). These were to represent the postero-anterior and lateral films.
The model was cut diagonally in the eight o'clock meridian in the antero-posterior direction and hinged at one edge (Fig. 3) . To the diagonal face exposed another printed schema was attached It is immediately clear what information is presented and how to obtain it from the radiographs, the final map being that shown on the diagonal face.
The method supplies a map of an antero-posterior section of the eye containing the axis of the eye and the foreign body. It is to be noted that this does not correspond to the lateral face schema unless the foreign body happened to lie in the vertical meridian. On the other hand, the schema on the front face does correspond with the postero-anterior film.
Method of use
There are therefore only three pieces of information to be derived from the films: Any other measurements are inappropriate and illusory. In practice a plastic grid bearing the two schemas is placed over the two radiographs to obtain these measurements as this allows for the slight magnification produced on the films. Also the printed scale at the edge of the schemas is used if the distance behind the limbus is required, for the same reason.
The method provides just the information needed by the surgeon as he will normally require to operate as near to the foreign body as possible, which entails an incision in the plane represented by the final map. 
